
Sample Summary Report

Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 5.0

ug/L 1.0 U U Yes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U Yes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U YesChloroform 5.0

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U YesBenzene 5.0

ug/L 1.0 U U YesTrichloroethene 5.0

ug/L 1.0 U U YesToluene 5.0

ug/L 1.0 U U Yes
Tetrachloroethen

e
5.0

ug/L 1.0 U U YesEthylbenzene 5.0

ug/L 1.0 U U Yeso-Xylene 5.0

ug/L 1.0 U U Yesm,p-Xylene 5.0

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

VBLK5M

7.0

Y93X5

09/30/2013

43789 MITKEM

00:17:00

 Page 1 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 5.0

ug/L 1.0 U U Yes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U Yes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U YesChloroform 5.0

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U YesBenzene 5.0

ug/L 1.0 U U YesTrichloroethene 5.0

ug/L 1.0 U U YesToluene 5.0

ug/L 1.0 U U Yes
Tetrachloroethen

e
5.0

ug/L 1.0 U U YesEthylbenzene 5.0

ug/L 1.0 U U Yeso-Xylene 5.0

ug/L 1.0 U U Yesm,p-Xylene 5.0

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

VHBLK5M

7.0

Y93X5

09/30/2013

43789 MITKEM

10:51:00

 Page 2 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 16.0 YesVinyl chloride 90

ug/L 16.0 U U Yes
1,1-

Dichloroethene
80

ug/L 16.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

80

ug/L 16.0 U U Yes
trans-1,2-

Dichloroethene
80

ug/L 16.0 U U Yes
1,1-

Dichloroethane
80

ug/L 16.0 Yes
cis-1,2-

Dichloroethene
1300

ug/L 16.0 U U YesChloroform 80

ug/L 16.0 U U Yes
1,1,1-

Trichloroethane
80

ug/L 16.0 U U YesBenzene 80

ug/L 16.0 YesTrichloroethene 290

ug/L 16.0 U U YesToluene 80

ug/L 16.0 U U Yes
Tetrachloroethen

e
80

ug/L 16.0 U U YesEthylbenzene 80

ug/L 16.0 U U Yeso-Xylene 80

ug/L 16.0 U U Yesm,p-Xylene 80

ug/L 16.0 U U Yes
1,2-

Dichlorobenzene
80

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93X5

GW107-12.5-092413 2.0

Y93X5

09/24/2013

43789 MITKEM

00:00:00

 Page 3 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 8.0 U U YesVinyl chloride 40

ug/L 8.0 U U Yes
1,1-

Dichloroethene
40

ug/L 8.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

40

ug/L 8.0 U U Yes
trans-1,2-

Dichloroethene
40

ug/L 8.0 U U Yes
1,1-

Dichloroethane
40

ug/L 8.0 Yes
cis-1,2-

Dichloroethene
310

ug/L 8.0 U U YesChloroform 40

ug/L 8.0 U U Yes
1,1,1-

Trichloroethane
40

ug/L 8.0 U U YesBenzene 40

ug/L 8.0 YesTrichloroethene 1500

ug/L 8.0 U U YesToluene 40

ug/L 8.0 U U Yes
Tetrachloroethen

e
40

ug/L 8.0 U U YesEthylbenzene 40

ug/L 8.0 U U Yeso-Xylene 40

ug/L 8.0 U U Yesm,p-Xylene 40

ug/L 8.0 U U Yes
1,2-

Dichlorobenzene
40

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93Z0

HP74-20-092513 2.0

Y93X5

09/25/2013

43789 MITKEM

09:15:00

 Page 4 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 400.0 U U YesVinyl chloride 2000

ug/L 400.0 U U Yes
1,1-

Dichloroethene
2000

ug/L 400.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

2000

ug/L 400.0 J J Yes
trans-1,2-

Dichloroethene
850

ug/L 400.0 U U Yes
1,1-

Dichloroethane
2000

ug/L 400.0 Yes
cis-1,2-

Dichloroethene
36000

ug/L 400.0 U U YesChloroform 2000

ug/L 400.0 U U Yes
1,1,1-

Trichloroethane
2000

ug/L 400.0 U U YesBenzene 2000

ug/L 400.0 U U YesTrichloroethene 2000

ug/L 400.0 U U YesToluene 2000

ug/L 400.0 U U Yes
Tetrachloroethen

e
2000

ug/L 400.0 U U YesEthylbenzene 2000

ug/L 400.0 U U Yeso-Xylene 2000

ug/L 400.0 U U Yesm,p-Xylene 2000

ug/L 400.0 U U Yes
1,2-

Dichlorobenzene
2000

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93Z1

HP74-37-092513 2.0

Y93X5

09/25/2013

43789 MITKEM

09:50:00

 Page 5 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 40.0 U U YesVinyl chloride 200

ug/L 40.0 U U Yes
1,1-

Dichloroethene
200

ug/L 40.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

200

ug/L 40.0 U U Yes
trans-1,2-

Dichloroethene
200

ug/L 40.0 U U Yes
1,1-

Dichloroethane
200

ug/L 40.0 Yes
cis-1,2-

Dichloroethene
3500

ug/L 40.0 U U YesChloroform 200

ug/L 40.0 U U Yes
1,1,1-

Trichloroethane
200

ug/L 40.0 U U YesBenzene 200

ug/L 40.0 YesTrichloroethene 1100

ug/L 40.0 U U YesToluene 200

ug/L 40.0 U U Yes
Tetrachloroethen

e
200

ug/L 40.0 U U YesEthylbenzene 200

ug/L 40.0 U U Yeso-Xylene 200

ug/L 40.0 U U Yesm,p-Xylene 200

ug/L 40.0 U U Yes
1,2-

Dichlorobenzene
200

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93Z2

HP54-14-092513 2.0

Y93X5

09/25/2013

43789 MITKEM

11:20:00

 Page 6 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 250.0 J J YesVinyl chloride 260

ug/L 250.0 U U Yes
1,1-

Dichloroethene
1300

ug/L 250.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

1300

ug/L 250.0 U U Yes
trans-1,2-

Dichloroethene
1300

ug/L 250.0 U U Yes
1,1-

Dichloroethane
1300

ug/L 250.0 Yes
cis-1,2-

Dichloroethene
25000

ug/L 250.0 U U YesChloroform 1300

ug/L 250.0 U U Yes
1,1,1-

Trichloroethane
1300

ug/L 250.0 U U YesBenzene 1300

ug/L 250.0 YesTrichloroethene 3000

ug/L 250.0 J J YesToluene 830

ug/L 250.0 U U Yes
Tetrachloroethen

e
1300

ug/L 250.0 U U YesEthylbenzene 1300

ug/L 250.0 U U Yeso-Xylene 1300

ug/L 250.0 J J Yesm,p-Xylene 590

ug/L 250.0 U U Yes
1,2-

Dichlorobenzene
1300

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93Z3

HP54-20-092513 2.0

Y93X5

09/25/2013

43789 MITKEM

11:50:00

 Page 7 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 200.0 U U YesVinyl chloride 1000

ug/L 200.0 U U Yes
1,1-

Dichloroethene
1000

ug/L 200.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

1000

ug/L 200.0 U U Yes
trans-1,2-

Dichloroethene
1000

ug/L 200.0 U U Yes
1,1-

Dichloroethane
1000

ug/L 200.0 Yes
cis-1,2-

Dichloroethene
16000

ug/L 200.0 U U YesChloroform 1000

ug/L 200.0 U U Yes
1,1,1-

Trichloroethane
1000

ug/L 200.0 U U YesBenzene 1000

ug/L 200.0 YesTrichloroethene 1000

ug/L 200.0 U U YesToluene 1000

ug/L 200.0 U U Yes
Tetrachloroethen

e
1000

ug/L 200.0 U U YesEthylbenzene 1000

ug/L 200.0 U U Yeso-Xylene 1000

ug/L 200.0 U U Yesm,p-Xylene 1000

ug/L 200.0 U U Yes
1,2-

Dichlorobenzene
1000

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93Z4

HP54-20-092513D 2.0

Y93X5

09/25/2013

43789 MITKEM

11:55:00

 Page 8 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 800.0 U U YesVinyl chloride 4000

ug/L 800.0 U U Yes
1,1-

Dichloroethene
4000

ug/L 800.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4000

ug/L 800.0 U U Yes
trans-1,2-

Dichloroethene
4000

ug/L 800.0 U U Yes
1,1-

Dichloroethane
4000

ug/L 800.0 Yes
cis-1,2-

Dichloroethene
44000

ug/L 800.0 U U YesChloroform 4000

ug/L 800.0 U U Yes
1,1,1-

Trichloroethane
4000

ug/L 800.0 U U YesBenzene 4000

ug/L 800.0 YesTrichloroethene 110000

ug/L 800.0 U U YesToluene 4000

ug/L 800.0 U U Yes
Tetrachloroethen

e
4000

ug/L 800.0 U U YesEthylbenzene 4000

ug/L 800.0 U U Yeso-Xylene 4000

ug/L 800.0 U U Yesm,p-Xylene 4000

ug/L 800.0 U U Yes
1,2-

Dichlorobenzene
4000

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93Z5

HP54-36-092513 2.0

Y93X5

09/25/2013

43789 MITKEM

12:25:00

 Page 9 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 50.0 U U YesVinyl chloride 250

ug/L 50.0 U U Yes
1,1-

Dichloroethene
250

ug/L 50.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

250

ug/L 50.0 J J Yes
trans-1,2-

Dichloroethene
120

ug/L 50.0 U U Yes
1,1-

Dichloroethane
250

ug/L 50.0 Yes
cis-1,2-

Dichloroethene
5900

ug/L 50.0 U U YesChloroform 250

ug/L 50.0 U U Yes
1,1,1-

Trichloroethane
250

ug/L 50.0 U UJ YesBenzene 250

ug/L 50.0 YesTrichloroethene 2300

ug/L 50.0 U U YesToluene 250

ug/L 50.0 U U Yes
Tetrachloroethen

e
250

ug/L 50.0 U U YesEthylbenzene 250

ug/L 50.0 U U Yeso-Xylene 250

ug/L 50.0 U U Yesm,p-Xylene 250

ug/L 50.0 U U Yes
1,2-

Dichlorobenzene
250

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93Z6

HP64-14-092513 2.0

Y93X5

09/25/2013

43789 MITKEM

13:00:00

 Page 10 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 400.0 U U YesVinyl chloride 2000

ug/L 400.0 U U Yes
1,1-

Dichloroethene
2000

ug/L 400.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

2000

ug/L 400.0 U U Yes
trans-1,2-

Dichloroethene
2000

ug/L 400.0 U U Yes
1,1-

Dichloroethane
2000

ug/L 400.0 Yes
cis-1,2-

Dichloroethene
46000

ug/L 400.0 U U YesChloroform 2000

ug/L 400.0 U U Yes
1,1,1-

Trichloroethane
2000

ug/L 400.0 U U YesBenzene 2000

ug/L 400.0 YesTrichloroethene 25000

ug/L 400.0 U U YesToluene 2000

ug/L 400.0 U U Yes
Tetrachloroethen

e
2000

ug/L 400.0 U U YesEthylbenzene 2000

ug/L 400.0 U U Yeso-Xylene 2000

ug/L 400.0 U U Yesm,p-Xylene 2000

ug/L 400.0 U U Yes
1,2-

Dichlorobenzene
2000

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93Z7

HP64-19-092513 2.0

Y93X5

09/25/2013

43789 MITKEM

13:15:00

 Page 11 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 800.0 U U YesVinyl chloride 4000

ug/L 800.0 U U Yes
1,1-

Dichloroethene
4000

ug/L 800.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4000

ug/L 800.0 J J Yes
trans-1,2-

Dichloroethene
3000

ug/L 800.0 U U Yes
1,1-

Dichloroethane
4000

ug/L 800.0 Yes
cis-1,2-

Dichloroethene
120000

ug/L 800.0 U U YesChloroform 4000

ug/L 800.0 U U Yes
1,1,1-

Trichloroethane
4000

ug/L 800.0 U U YesBenzene 4000

ug/L 800.0 YesTrichloroethene 26000

ug/L 800.0 U U YesToluene 4000

ug/L 800.0 U U Yes
Tetrachloroethen

e
4000

ug/L 800.0 U U YesEthylbenzene 4000

ug/L 800.0 U U Yeso-Xylene 4000

ug/L 800.0 U U Yesm,p-Xylene 4000

ug/L 800.0 U U Yes
1,2-

Dichlorobenzene
4000

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93Z8

HP64-36-092513 2.0

Y93X5

09/25/2013

43789 MITKEM

13:50:00

 Page 12 16:40 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 5.0

ug/L 1.0 U U Yes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U Yes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U YesChloroform 5.0

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U YesBenzene 5.0

ug/L 1.0 U U YesTrichloroethene 5.0

ug/L 1.0 U U YesToluene 5.0

ug/L 1.0 U U Yes
Tetrachloroethen

e
5.0

ug/L 1.0 U U YesEthylbenzene 5.0

ug/L 1.0 U U Yeso-Xylene 5.0

ug/L 1.0 U U Yesm,p-Xylene 5.0

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2342.1VOA_Low_Med

EPW11033

Y93Z9

TB-092513 2.0

Y93X5

09/25/2013

43789 MITKEM

16:00:00

 Page 13 16:40 Thu, Oct 31, 2013



 Page 14 16:40 Thu, Oct 31, 2013


